Based on poly(vinyl chloride) membranes, a novel miniaturized screen-printed all-solid-state copper(II)-selective electrode has been developed for applications in environmental monitoring. Performance and applicability of the ion-selective electrode (ISE) have been proved by potentiometric investigations. Conducting polymers were used as intermediate layers and as solid contacts between the ion-selective membrane and the graphite transducer. The ion-complexing reagent 2-mercapto-benzoxazole was incorporated into poly(vinyl chloride) membranes. In the concentration range 10 −6 -10 −2 mol/L, the ISE exhibited a linear Nernstian potential response to copper(II) with an average slope value of 28 mV/decade. The detection limit was 3 × 10 −7 mol/L. The electrode exhibits a short response time (<10 s) and can be used in the range of pH = 3 -7. Selectivity coefficents against certain interfering ions are investigated. The life time of the electrode under laboratory conditions was approximately 12-month. The electrode was applied in the investigation of different aqueous environmental samples and the electrode characteristics were described. The copper(II) ASS electrode has also successfully been used in potentiometric, complexometric titrations with ethylenediaminetetraacetic acid.
Introduction
Contamination of ecosystems by heavy metals is of worldwide concern and represents a major problem in environmental pollution of today. Heavy metals are non-biodegradable and can accumulate in human organism. Copper is one of the most widely distributed and essential trace elements. It is of great importance for industrial applications and plays a central role in many biochemical processes. Its determination in various media is, therefore, of great interest. According to the German Drinking Water Act, the concentration of copper in drinking water has to be lower than 2 mg/L [1] . According to the United States Environmental Agency (EPA) and the World Health Organization (WHO), the maximum containment level (MCL) of copper is even lower: 1.3 mg/L [2] [3] .
Many instrumental analytical methods such as atomic absorption spectrometry (AAS), inductively-coupledplasma optical emission spectrometry (ICP-OES) and inductively-coupled-plasma mass spectrometry (ICP-MS) are used routinely for copper analysis [4] - [6] . These laboratory-based methods have good precision, high sensitivity and low detection limits. Disadvantages of these methods are complex analytical operations as well as the need of qualified personnel and high cost equipment. They are also not suitable for field analysis.
Therefore, new analytical tools are required for economical real-time monitoring of environmental pollutants. During the last years, there has been an increasing demand and a high interest for miniaturized electrochemical devices for field investigations of heavy metals. Due to their portability, low cost, compactness, simplicity, easyto-use capability and robustness, electrochemical devices are promising alternatives compared to costly instrumental laboratory equipment [7] - [12] . The search for rapid, sensitive, simple, easy-to-handle and robust analyzers is still going on.
Ion-selective electrodes (ISEs) are a class of electrochemical sensors with increasing importance for on-site analysis of environmentally relevant ions. Potentiometric ion detection with ion-selective all-solid-state (ASS) electrodes has been widely developed in recent years and will be broadly applicable due to their simplicity and fast analysis. Potentiometric detection requires minimum sample pretreatment and preparation and has great potential for field analysis. In literature, the use of different ion-complexing compounds like calixarenes, Schiff′s bases and thiocrown ethers is described for potentiometric copper(II) detection applying ISEs of different construction forms [13] - [25] .
There are recent reports on ASS copper(II) electrodes [26] - [29] . These electrodes are mainly based on graphite pastes and expensive nanomaterials. Furthermore, the use of new synthesized ionophores is often required which results in time-consuming electrode preparation steps.
Conducting polymers (CPs) have been used as solid contact materials and intermediate layers in ASS ion-selective electrodes [30] - [36] . They are of interest because of their mixed ionic and electronic conductivity which allows a definite transfer of ion to electrical charge without using an internal liquid electrolyte. The incorporation of conducting polymers as solid contact offers new possibilities for simple and reproducible electrode construction. The internal electrolyte can therefore be replaced.
Screen-printing is a well-established technique for manufacturing of portable and disposable electrochemical electrodes. It allows the design of electrodes with small dimensions, good reproducibility and variable electrode arrangements [9] [37].
Here we report on the design, preparation, potentiometric characterization and analytical application of screenprinted, solid-contacted ASS copper(II)-selective electrodes consisting of different functional polymeric layers. As neutral carrier and chelating agent, 2-mercapto-benzoxazole (2-MBA) has been used for the first time in ASS ion-selective electrodes. 2-MBA forms stable complexes with copper(II) ions [38] .
Experimental

Reagents
All reagents were analytical grade and used without any further purification. Solutions were prepared with deionized water. All inorganic salts used were purchased from Sigma-Aldrich Co. LCC.. Sample solutions of different ion concentration were prepared by diluting the stock solutions. Graphite and silver pastes used for screen-printed electrodes were obtained from DuPont de Nemours (Germany) GmbH. High molecular weight poly (vinyl chloride) (PVC), ortho-nitrophenyl octyl ether (o-NPOE), pyrrole, poly (3,4-ethylenedioxythiophene)-poly(styrene-sulfonate) (PEDOT:PSS), tetrahydrofuran (THF), 2-MBA and ethylenediaminetetraacetic acid (EDTA) were purchased from Sigma-Aldrich Co. LCC. and used as received.
Apparatus and Electrodes
Potentiometric measurements were carried out at room temperature, using the pH/ion analyzers pMX 3000 (WTW Weilheim, Germany) and LM 2000 (Sensortechnik Meinsberg GmbH, Germany). Ag/AgCl reference electrodes with aqueous saturated KCl as the electrolyte solution have been used.
A half-automatic screen printer (EKRA, FEI Germany) has been used to manufacture the screen-printed ASS electrodes.
Atomic adsorption spectrometry (novAA ® , Analytik Jena, Germany) was used as reference method.
Electrode Preparation
Copper(II)-selective electrodes were fabricated with different functional layers on screen-printed graphite electrodes based on Al 2 O 3 -ceramic substrates. The manufacture of the electrodes consists of 3 steps:
• Screen-printing of graphite on a ceramic substrate (layer 1),
• Application of CP (layer 2),
• Drop-casting of ion-selective membrane cocktails (layer 3). Reproducible layer configurations were obtained. Commercially available graphite ink is screen-printed on ceramic substrates within an area of 5 mm × 30 mm. The thickness of the graphite layer is ~500 μm. The graphite discs have diameters of 2.5 mm. Polypyrrole (PPy) was prepared by in-situ electropolymerization of 0.1 mol/L pyrrole in KCl-containing solution. PEDOT:PSS was applied by drop casting of an aqueous solution of the polymer directly onto the graphite layer. Both polymers form stable layers and show good adhesion to the graphite substrates. After applying the CP on the graphite surface, the electrodes were rinsed with H 2 O and air dried overnight. The thickness of the polymer layer is between 5 μm and 10 μm.
The mixture of the membrane components was dissolved in 2 ml THF and allowed to evaporate at room temperature till a viscous concentrate was obtained. After the deposition of the CPs, the ion-selective cocktail was drop casted by pipetting about 5 μl onto the CP. The thickness of the resulting membrane is about 100 μm. The composition of the ion-selective membrane components has been optimized. Best results with average slopes of >28 mV/decade were obtained using the following membrane composition:
• PVC (32 wt.%), • 2-nitrophenyl octyl ether (65 wt.%), • 2-MBA (3 wt.%).
Before the first measurement, the electrodes were conditioned in 10 −3 mol/L copper(II) salt solutions for at least 5 hours.
In Figure 1 , the chemical structure of the 2-MBA is shown. Figure 2 shows a schematic representation of the ASS electrodes. A photograph of the ASS electrode is shown in Figure 3 . 
Result and Discussion
Potentiometric Investigations
The PVC-based membrane electrodes, containing 2-MBA as neutral ion carrier, generated stable responses in Cu-SO 4 solutions. The dynamic response behaviour of a PEDOT: PSS-modified ASS electrode and the corresponding calibration plot are shown in Figure 4 . The linear dynamic range extends from 10 −6 mol/L to 10 −1 mol/L. To evaluate the high reversibility and the fast response of the electrode, high-to-low repetitive sample concentrations were tested as shown in Figure 5 . The response behaviour confirms the reversibility of the measured mol/L and 10 −3 mol/L copper(II) salt solutions are in both cases less than 4% of 10 replicate measurements indicating good reproducibility of measurements. The working pH-range of the electrode is between 3 and 7 and remained constant in this range. Over 12 month the electrodes showed no significant divergence in slope potential and response time. During non-usage, the electrodes were stored in air and before use they were conditioned by dipping into 10 −3 mol/L copper(II) salt solutions for 2 -3 hours. Consequently, the electrodes generate stable potentials when in contact with copper(II) containing solutions.
The potentiometric selectivity coefficients K pot have been evaluated after the separate solution method. The resulting selectivity-coefficients are given in Table 1 , indicating that the proposed electrodes are selective towards the tested interfering ions.
The advantages of the new electrode, compared to other known ISEs, are the short response time, as well as a reasonable long-term stability with life times of about one year [13] [17] [20] . Due to the thin functional layer configuration, only few chemicals and materials in relatively small amounts are needed for a reproducible electrode fabrication. This allows the fabrication of low-cost electrodes in large quantities. All used chemicals, including the ion-complexing compound, are commercially available. Therefore, no time-consuming synthesis steps are necessary as described for most solid-contacted copper(II)-selective electrodes [21] - [23] . The use of screen-printing technology for the manufacture of the graphite transducers is also advantageous with regard to a possible mass production compared to devices produced by conventional methods.
Analytical Applications
The disposable ISEs were successfully applied as indicator electrodes in combination with Ag/AgCl-reference electrodes for complexometric titrations of copper(II) ions with EDTA solutions as titrant in standard and in spiked environmental samples. The results show that the amount of copper(II) ions can be accurately determined by potentiometric titrations using the electrodes described here. The titration plots including the first derivatives with respect to the added volume of the EDTA solution are shown in Figure 6 (standard solution) and Figure 7 (spiked river sample). PPy-modified ASS electrodes are used. The inflection point on the graph agreed well with the calculated equivalent point. The samples were prepared as follows: 40 ml solutions of copper(II) (10 −3 mol/L) ( Figure 6 ) and 50 ml of a spiked real water sample from the Zschopau River, Germany (Figure 7) were titrated with 10 −2 mol/L EDTA solution. The pH was adjusted to pH 5. Comparative analyses by colorimetric titrations were carried out using the color indicators 1-(2-Pyridylazo)-2-naphthole and 4-(2-Pyridylazo) resorcinole and by AAS as a routinely used copper detection method. The results of all three methods agree well.
The titration curves are characterized by sharp equivalent points. The copper(II) content can be analyzed with high accuracy in spiked and standard samples. The potential jump near the equivalent point is nearly 50 mV. The copper(II) content in environmental samples can be evaluated with high precision as has been demonstrated in potentiometric titrations using the novel electrode. The good accordance with the colorimetric titration must be emphasized and proves the practical utility and applicability of the novel copper(II) ASS electrode.
Environmental samples spiked with defined amounts of copper(II) have been analyzed by potentiometry using the novel electrodes and compared with AAS. The results are shown in Table 2 .
Conclusion
A novel liquid-free copper(II)-selective electrode was developed and tested in standard and real samples. The electrode is based on an intermediate layer of conducting polymer deposited between the graphite substrate and the ion selective membrane. The solid contact realized by conducting polymer ensures stable and reproducible potentials. Thus, the integration of different functional polymer layers on screen-printed graphite substrates enables reproducible electrode constructs. The developed ASS copper(II)-selective electrode has a simple and stable design, can be simply prepared, provides easy handling and exhibits a long life-time. The developed electrode has good operating characteristics (sensitivity, response time, detection limit, linear range, selectivity) and high mechanical stability. Successful applications and good performance have been shown by complexometric titrations and by direct potentiometric analysis. The results confirm the analytical utility and applicability of the developed electrodes. The electrode can be successfully employed for copper(II) detection in water samples. It requires no extensive, cost intensive equipment or time consuming sample preparation, and it allows a real-time in-situ monitoring of copper(II). The novel electrode shows competitive characteristics to commercially availa-ble electrodes enabling sensitive mobile and decentralized copper(II) analysis. The presented screen-printed electrodes are small and easy to handle, and thus, attractive for field studies and environmental monitoring.
